[Experimental investigations on the use of the Polish ultrasonic scalpel in surgery. Introductory information].
A model of the Polish ultrasonic scalpel was developed in 1984. The experimental comparison of cutting and the wound healing of different tissues was the object after using an ultrasonic scalpel and a classic scalpel. The experiments were carried out in 10 rabbits. The tests showed that the ultrasonic scalpel is not suitable for cutting skin and fascia on the other hand it can be useful in the surgery of parenchymatous organs.